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October 19, 2010

RE:  Delayed Reprocessing of Olympus Flexible Endoscopes

Dear Health Care Practitioner: 

This letter is in response to your recent inquiry regarding delayed reprocessing of Olympus flexible endoscopes.  

The standard Olympus procedure for reprocessing flexible endoscopes is labeled for and intended to be performed without time delays.  Continuous reprocessing through the steps indicated in the Olympus endoscope manual ensures that patient fluids and debris do not begin to dry and harden on the endoscope external surfaces and within the endoscope channels.  

If reprocessing has been delayed after endoscope precleaning, resulting in patient fluid or debris drying onto the surface of the endoscope, the standard reprocessing procedure may not be effective.  In this case, the endoscope should be reprocessed according to the instructions provided in the endoscope manual for “Presoak for Excessive Bleeding and/or Delayed Reprocessing”.  This procedure has been included in most flexible endoscope manuals and should be performed as an additional reprocessing step after precleaning and leakage testing, but prior to Manual Cleaning.  

Standard Reprocessing Procedure

Delayed Reprocessing Procedure

1. Precleaning 
1.
Precleaning 

2. Leakage Testing 
2.
Leakage Testing

3. Manual Cleaning 
3.
Presoak for Delayed Reprocessing 
4.
Disinfection or Sterilization
4.
Manual Cleaning

a.  Manual Disinfection
5.
Disinfection or Sterilization

b.  Automated Disinfection

a.  Manual Disinfection

c.  Sterilization

b.  Automated Disinfection



c.  Sterilization

Olympus has performed cleaning validation studies that included a one-hour delay between precleaning and manual cleaning, and between manual cleaning and high-level disinfection or OER-Pro reprocessing.  Precleaning should always be performed at bedside immediately after the patient procedure according to the instructions provided in the endoscope manual.  Following precleaning, the endoscope should be transported to the decontamination area to undergo leakage testing, manual cleaning, and terminal high-level disinfection or sterilization.  In the event that there is more than a one-hour delay between precleaning and manual cleaning, or manual cleaning and OER-Pro reprocessing or high-level disinfection, the endoscope should be reprocessed according to the instructions in the endoscope manual for  “Presoak for Excessive Bleeding and/or Delayed Reprocessing. 
WARNING

The procedure described in “Presoak for Excessive Bleeding and/or Delayed Reprocessing” is not intended for routine reprocessing.  Since the endoscope is soaked for an extended period of time during this procedure, it should be utilized only when necessary.  Routine, prolonged soaking of flexible endoscopes may result in damage to the instrument. 

If you have any additional questions, please contact your local Olympus sales representative, the Olympus Technical Assistance Center at 1-800-848-9024 (United States) or 1-800-387-0437 ext 703026 (Canada).  

Thank you.

Sincerely,
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Bradley J. Catalone, Ph.D.

Director of Clinical Affairs
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